[The verification of the parameters of x-ray mammography apparatus as used in an office].
The authors verified whether on 07-492 digital kilovoltmeter can be used for controlling mammographic apparatuses and an 18-222 tissue-equivalent phantom (Victoreen) can be employed for mammography.